Value of subtracted bladder pressure measurement in routine urodynamics.
A case is presented for the routine determination of detrusor pressure in the performance of urodynamic studies. Its particular value in the investigation of the patient with subtle bladder instability, urinary incontinence, and voiding dysfunction is described.